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A. Set up a new qPCR run
1 Select Create 

New Run.

3Create a label to 
identify this run. The 

label will be used 
to construct the file 

name for the run 
results.

4Add any Notes 
of interest.

5The qPCR 
device.

6Select well/block 
format options.

7The run 
type.

8 Select the number of 
patient samples. 9 Scan or type the sample details 

and patient identifiers.

(optional) Click to view 
the wells/block layout. 2 Select the operator 

conducting the qPCR run.

10 Select Create New Run… to save 
the details and proceed.
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(optional) Click to view 
or change the Company 
name, unique Site code 

or operator names. 

Find your 
authorised 
Microbio

distributors

Access 
Microbio 
product 

documents

https://microbio.s.gy/WhXsSi
https://microbio.s.gy/RzFFkx


B. Launch a qPCR run

11Select Current 
Runs... 12 Select the 

desired run.

16 Click Start 
(or Restart). 18 When status is ‘Succeeded’, click 

Move to Completed Runs.17 A pop-up will display the save location for the run file, 
which must be configured in the Rotor-Gene Q software.

C. Manage the results

23Select 
Results.

20Optionally, 
use the Filter 

controls to 
specify a date 

range for runs.

21Optionally, 
specify Search 
text to find run 
files based on 

their names.

22Select a run from 
the list.

25 (optional) Create a results file which can be 
saved to a laboratory information system.

19Select Completed 
Runs.
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13 Select Well Layout and check layout of samples/
tubes. If not correct, go to 14. When correct, go to 15. 

15 Load the qPCR 
wells according to 
the layout.

14 Click 
Edit Mode.

	🞂 Click Save to 
store changes, 
or deselect Edit 
Mode to cancel.

	🞂 If a run is started 
while Edit Mode 
is selected, edits 
will be saved 
automatically.

	🞂 The software 
automatically 
checks for errors. 
To check manually, 
click Check. A run 
cannot be saved 
or started if the 
layout has errors.

(optional) Click Print 
to print the layout 
or save it as a PDF.

MB 29/06/2026 - 1:28 PM Print

Operator: RM
Run Name: 20260629_Patient1
Notes:
Classification: RotorGeneQ using Qiagen EZ2 or QIAsymphony
qPCR Run: Start: 2026:06:29 12:12

End: 2026:06:29 13:54
Sample Type:
Profile Check:

Assay Status Warning
B1 Pass
B2 Pass
B3 Pass
B4 Pass
B5 Pass
B6 Pass
B7 Pass
Y1 Pass
Y2 Pass
Y3 Pass
IC Pass

Patient ID Sample ID Internal Control Detections
Patient1 Pass E. coli

29Jun2026 13:28:00 20260629_Patient1

(optional) Click Print to print 
the results or save them as a PDF.24


